TO  REDUCE  A  DISLOCATION  OF  THE  SHOULDER. 

Buckle  short  belt  ;<?J  a7oand  the  arm  above  the  elbow,  one  loop  beingplaad  on  the  upper & another  on  the  under  side  oh  the  arm;  through  loops  pass 
cords  (IB  button  rcll(H)  tensely  across  the shoulder  fork,! Fig 5;j  insert  (K) of  the  fork  into  the socket (B)  of  ' fount er-bar;  apply  roll  (H)  in-  arm pit;  tie  cords (II) 'to  foot 
of  the  rack  Id)  strap  fMJ  around  the  end  of roll  (HJ  pass  orer  shoulder  and  around  the  opposite  end  &  buckle  it  light ;  apply  hollow part  of strap  (NJ  to  acromion 
process,  pass  around  under  opposite  arm  and  buckle  it  tight;  apply  lever  and  make  gradual  extension  with  free  motion  of  arm.  JV£  see pages  62  77  &  89  of  Jarvis’ 
hectares.  . 
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TO  DRESS  A  FRACTURE  OF  THE  LEG. 

Pl/we  lAe parcSs/Pty  <7/ an  ea/cA  sate  o/'/wtA  Ae/a»-/ArAner:  AucA/s  /cn?  Ar/e/P/arr/ins/  //wA  <%/Jads  /ri/A  a  6w/>  iyint/  an  eat/A  sute  aw  of  pasotny  orer/Ae  Aecu/ 
of/Ae //a/s,  arm  /Ac /cops  ay///  0?n/T/////a///A  sAar/  Ae////p am/////  //m  as/A/efir  /we  Pm/ure  sAoe  //j~eu  //ejrrei/p/a.f/er/  rcn/s  te/aa/  a/'AAe  racA///  AaAe  at// 
onsAlaaCe  aY  JAej  write// YarA/Pfy$/ /ns  er///pi7i/c  z/s  ■  sccAeZ/bj c/' caun/erAar,  AecaraAt /%//<>  Me  A/ac/e/ prepare  /Aep/ane  —p/ace  /As  AomA  upon  1/ _  a/aAe  Me 
ex/m.  raw  ref/asrs/—  ///ace  Aa/:/er,P  /^ Ae//reer/  /ns/rumen/  f  • ///one  —///ace  jp/Ai/s  on  eacA  side  c/'f/mA ,  am/  secure  /Ac  /rAo/e  Ay  Arc  /a/oi/T/  or  any  o/Aer 
Aan/teye.  jv.//.  See  //a/re  Aj>  0/  Jams  Lectures . 
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TO  DRESS  FRACTURES  OF  THE  NECK  OF  THE  THIGH  HONE. 

Apply  lorit 7  belt  (JP)  without  the  Pads,  roll  two  straight  splints  Hi  inches  broad,  in  a  square  piece  of  cotton  cloth,  so  as  to  make  a  trough,  in  which  place  the 
limb;  run  out  the  counterbar  fl))  and  fasten  it  by  sere  w  fEJalso  the  rack  bar,  so  that  the  foul  it)  may  cross  the  sole  of  the  patients  foot;  use  Thigh  fork(Fig  4) 
Apply  Instrument  arranged  on-  the  outside  of  the  inside  splint  as  below;  tie  cords  (II)  to  fool  of  the  rack j  make  the  necessary  extension  .  Apply  hip  sirup  (MJ 
around  both  arms  of  the  fork;  between  strap  Sc  body,  place;  a  thick  bolster,  so  that  by  lightening  strap  fM /  you  may  give  lateral  extension  to  the  neck  of  the 
bone.  At.  B.  see page  52  Sc  92  of  Jarvis' Lectures. 
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TO  DRESS  A  FRACTURE  OF  THE  LEG. 

Place  tfo  ftae&t/ (Pig  <r/  on  each  side  oP/imh  Ae/o/r  /he Awe, -  SucA/e  long  AeP/^/arvundllniA  c.gads  rv/h  a  Lea/?  p////y  an  each  su/e  and passing  orerlhe  /tea# 
o/lPe pails;  arm  LAe  loops  »th/l  Cands,7//tg/?A short  LeLl/fy around  The  anA/elfrr  a->e  Parlare  .  Aar  //you  dense dyl/iz. then  carats te/ooL  oP the  raoAPtJ  laAe  out 
one  Made  ePlAejoinAedPorA/Zfy.  L/ltlserlfflinle  /At  j  ocAeA/fo/oP  counter  Aar;  he  cerdt/fy/loMe  Made,  prepare  /A r fit  Zone  —place  the  Umh  ape/i  £l~  o/aAe  the 
Cx/enrion  repa/red— place  holsleydt.p/letoeen  Instrument  &  plane  —//fare  .plints  an  each  .title  oPlemh,  ami  secure  the  /rhcte  hr  lira  ta/iesiP/y crane  other 
larutage.  A/./t  See page  £>£  oY‘  Ja/nyPectures . 
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TO  DRESS  FRACTURES  OF  THE  NECK  OF  THE  THIGH  BONE. 

Apply  long  belt  (P)  without  the  Paris,  roll  two  straight  splints  21  inches  broad,  in  a  square  piece  of  cotton  cloth.,  so  as  to  make  a  trough,  in  which  place  the 
limb;  run  out  the  ccunterbar  ID)  and  fasten  it  by  screw  (E J  a  Iso  the  rack  bar,  so  that  the  foot  (A)  may  cross  the  sole  of  the  patients  foot;  use  Thigh  fork/fig  4-J 
Apply  Instrument-arranged  on  the  outside  of  the  inside  splint  as  below;  tie  cords  (II)  to  foot  of  the  rack;  make  the  necessary  extension.  Apply  hip  strap  (MJ 
around  both  arms  of  the  fork;  between  strap  Sc  body,  place*  a  duck  bolster,  so  that  by  tightening  strap  iM)  you  may  give  lateral  extension  to  the  neck  of  the 
bone.  JV.B.  see  page  52  Sc  92  of  Jarvis'  Lectures , 
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